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Calibrated by
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Address: Room 207, Building 2, Shanghenglang New Industrial Zone, Tongsheng Community, Dalang Street, Longhua District, Shenzhen
ifi(Tel): 86-0755-88897322 & B (Fax): 86-0755-88897322
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DIRECTIONS OF CALIBRATION

WE P45 : GD602062303030376

Certificate No.
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6.

ARERZEZTLH, BHRIRBTH.

It will be ineffective without certification,and the change of data will be ineffective,too.

ARIE 15 BB HE 5 FRAUKT Fr B HERE dp 1 2K

The results of this certificate are only responsible for the item calibrated.

RAEA LI EHHEALME, G RHIRHEIES.

This certificate shall not be reproduced except in full , without the written approval of our laboratory.
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Reference documents for the Calibration
JIF(8)62-2007 «7& /)i 45 #E MR AR HERR TE )
AR HEAE 1 2 B R A

Main Standards of Measurement Used in the Calibration

W& 4 % 5 R B AL EH5 /A% TR

Name of Equipment Serial No. Traceability to Certificate No./Due Date Metrological Charcteristic
s e o DBS202409062/2025-
PRAETRFE RS 4020 JTRE R 03-07 ¢

REHERD A IR

Place and environmental conditions of the calibration

WoR: BRTERE & - M FERHIRE - 58  %RH
Place Temperature Relative Humidity

7. R A R (A 12 NA o EER B RAZ SEFRE LR E -

Recalibration interval Months, but the delivery unit should be determined according to the actual use.
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Result of Calibration

Wk 4% 5 : GD602062303030376

Certificate No.

v IR IEH
Appearance: Pass
2. JREFEHE/ Calibration value:
PRl % e AN 5E
Cx (pF) 99.52 99.62 0.02%
tgd% 0.002 0.002 0.02%
Cx: Cphd 99.52 99.56 0.02%
t20% 0.012 0.013 0.02%
Cx CpE) 99.52 99.58 0.02%
126% 0.052 0.054 0.02%
Cx (pF) 99.52 99.59 0.02%
120% 0.103 0.105 0.02%
Cx CpE) 99.52 99.66 0.02%
120% 0.504 0.506 0.02%
Cx (pF) 99.52 99.78 0.02%
t26% 1.004 1.008 0.02%
Cx (pF) 99.52 99.49 0.02%
126% 5.144 5.139 0.02%
CX5GpF) 99.52 99.44 0.02%
tgd% 9.845 9.841 0.02%

% 1E(Notes):
| 45 S ANEA 5E FE (Expanded uncertainty of the measurement results)
2 f#&4fi(Reference document)
JJF 1059.1-2012 & AH i€ FZ V¥ 7€ 5 &R
(JJF 1059.1-2012 Evaluation and Expression of Uncertainty in Measurement)

(LAFZ=ERD
(The below is blank)
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