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The measuring eq ment used in the calibration is traceable to national primary standards maintained in
National Institute of Metrology (NIM). NIM is the signatory to the Mutual Recognition Arrangement (MRA) for
nahg&glw T;%@Mt standards and for calibration and measurement certificates issued by national
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Hubei Institute of Measurement and Testing Technology Certificate No.

o KEREBATHEBITEERIIRERIAEE T BRENA

This laboratory is a legal metrological verification institution established by the government metrological administrative department
according to law.
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The guality management system for laboratory complies with ISO/IEC 17025 standards.
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Reference documents for the Calibration (Name . Code )
ZHE: JJG 875-2019 FIE it 48 a2 M
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Main standards of measurement used in the Calibration
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Name of Equipment Model/Serial No. Certificate No./Due Date
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Environmental condition on the Calibration
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Temperature R.H. Others
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Pressure Place Record No.
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It's Effect That Results of This R?on Relate Only To The Sample(s) Calibrated.
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Data/Results of Calibration
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F ke e U= %FS (k=2)

0 0.000 0.000 0.2

0.2 0.197 0.196 0.2

0.4 0.397 0.397 0.2

0.6 10598 0.598 0.2

0.8 0.798 0.798 0.2

1 0.998 10.998 0.2
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