HJ/QDB02702-2008

WMt EdT RN E KRR R

Hubex Institute of Measurement and Testing Technology

@i (Add): MIERMINKMILARTT SR (Post Code): 430223

REATFRTFTERFE L g (Tel): (027) 81925100
{30 (Fax): €027) 81925110

E-mail: hbjlv@public.wh.hb.cn

FERRRSBRETR
China United Calibration Service

CUC

http:/'www.hbjl.gov.cn

R E UE P

Calibration Certificate

ETRS:
Eomy NSNS
ikt S TR )
FieHieht.
Address
kel vk 90 SR B M lm
mm : R TG 0 o B A TR A L JE
BESME:
Model Type UHV-525
#BARS:
No. of Sampie 43130503
BIEPGL (MR
Issued by ( stamp )
AEBHUEA 3
g% B W % 2 A AP
Catibeaton aate Test by )
BiwEEEM 20254608 1 4B 8 ¥ R ?%
Recommenced recal.date year month day Calibrated by

A L G T (Y AT S R 4 O A R TN R ORI RGH IS . PR R B EIRT 1999 4L
RTREY 7 EEF "Hlﬂﬁﬁﬂl’ﬂlﬁ!ﬁilﬁ&!ﬂﬂlﬁﬁﬁm%&a'

m?&ﬁ) ﬁmmmme BW%W( m)hwmum% o

WII 3R



HJ/QDB02702-2008
i & it & Eﬁ#ﬂ!ﬂa MET R g S Egme

Hubiéi [nstinute of Measarement and Testing Technology
Certificate No.

o AFR (b)) REFEEHRISENMN, RPESMTEERIAAIERL (CNAS) IARJI3EE.
This body Is an institute of legal wverification,it is also 3 accreditation laboratory acoredited by China National
Accreditation Service for Conformity Assessment(CNAS).

W RER T ERA MR PGESF: (B 241 012) 01028, (5 #4012 01040
Authorization certificate number of the national legal metrological verification instiution:

PEASAEERATERRZEE: N L0544
Laboratory accreditation certificate number of China National Accreditation Service for Conformuty ASSessment{CNAS):
N L0544
o EKREEMBEAKE (B, £8)
Reference documents for the Calibration (Name . Code )
89 (i S NCE N R AR 5 ). HIQC24008-2000
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Main standards of measurement used in the Calibration

2 & RLCEFmiuEE

EHME:  DLk2022-049] Yi#
Certficate No. §%ﬂ§
AMMR:  2025-08-09 —
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It's Effect That Results  of This Report Relate Only To The Sample(s) Calibrated.
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This Certificate Cannot Be Partly Copied If Not Allowed By HIM.
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It's Invalid That The Certificate Cannot Be Stamped.
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Data/Results of Calibration
MR (Q) ARAMK (1 F)

PrAEQE PEM | RE (%) brrfEE MERE | RE (%)
1.000 0.992 0.8 0.203 0.206 +1.48
10.00 9.93 -0.7 0.507 0515 41.58
20.00 19.92 04 1.002 1014 $12
50.0 49.9 0.2 2.011 2018 +0.35
150.0 149.2 -0.53 5112 5.123 +0.22

£ 200.0 198.6 -0.7 10.19 1027 +0.79
300.0 2975 0.83 20.11 2024 +0.65
400.0 397.1 -0.73 30.08 30.25 +0.57
TR T R 40.06 40.33 +0.67
e o == 50.04 50.45 +0.82

BMERTHEN: U=03%, k=2
UFEH




