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The result reported here in apply only to the equipment,Calibration items or paramenter with“*”is beyond the scope of
our laboratory accreditation.
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Reference documents for the calibartion.
GB/T 11032-2020 (ATt IR B 6z J ALt i)
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Major standards of measurement used in the calibration:
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Foe e Uncertainty/Accuracy Class Certificate No CertificateNo/Tracealility to Due Date
Description/Model : s
Maximum Permissible Errors
i T AR AE LR / 66348 el Ly 2024-8-26
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Place and environmental conditions of the calibration/inspection.
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Operation Location.

RS BEE: 23.5C B 65%RH

Operation Environment.
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Next calibration date is recommended. '

CROELER: FRROE B A& AZE K/ Calibrated project meets technical requirements Calibration results.



J A RN A L2 ]

GuangdongZhongzhun TestingCo.,Ltd.

i T A
1‘5&/ =
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R AL (kA) FRIE (kV)
YTDL-001 4. 55kA 22. 06KV
YTDL-002 4. T1kA 20. 01kV
YTDL-003 4. 82kA 20. 22kV
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The expanded uncertainty is given in the report by the standard uncertainty multiplied
by the probability of about 95% when the factor & .
Ure1=0. 5%, k=2
24438 (Reference document)
JIF 1059.1-201 2 BAHEEIFESTR
(JJF 1059.1-2012 Evaluation and Expression of Uncertainty in Measurement)
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