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The measuring equipment used in the calibration is traceable to national primary standards maintained in
National Institute of Metrology (NIM). NIM is the signatory to the Mutual Recognition Arrangement (MRA{ for
national measurement standards and for calibration and measurement certificates issued by national metro

institutes.
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This body is an institute of legal verification.
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Authorization certificate number of the national legal metrological verification instiution:
YEREBFEERATERSEZLE: No. L0544

Laboratory accreditation certificate number of China National Accreditation Service for Conformity Assessment(CNAS): No. 1.0544
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Reference documents for the Calibration (Name . Code )
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Main standards of measurement used in the Calibration
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Environmental condition on the Calibration
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Pressure Place Record No.
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It's Effect That Results of This Report Relate Only To The Sample(s) Calibrated.
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{‘ Data/Results of Calibration
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