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Customer
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Name Of Sample
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Manufacturer

RS FY-H

Model/Type .

#HARS 000758

No Of Sample
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Stamp
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Approved by
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The measuring equipment used in the calibration is traceable to national primary standards maintained in

National Institute of Metrology (NIM). NIM is the signatory to the Mutual Recognition Arrangement (MRA) for
national measurement stam}ards and for calibration and measurement certificates issued by national

metrology instifutes.
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Hubei Institute of Measurement and Testing Technology Certificate No.

Jio

® AR (i) REFZEITREENY, EFESHIEERINATERS (CNAS) INARRE.

This body is an institute of legal verification,it is also 2 accreditation laboratory accredited by China National Accreditation Service for Conformity

Assessment{CNAS).
BRERAFHTAMBAGES S ()& (012) 01028, (F) skt (2012) 01040
Authorization certificate number of the national legal metrological verification instiution:

PEARFTERATERASELE: No. L0544

Laboratory accreditation certificate number of China National Accreditation Service for Conformity Assessment(CNAS): No. L0544

ERBERBRARKE (AR, KS)

Reference documents for the Calibration (Name . Code )
2. JIF 1264—2010 EERRMATHRAEMGE
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M=n stancards of measurement used in the Calibration
REZHT ES/%RS RS/ AR
Name of Equipment Model/Serial No. Certificate No./Due Date
ERERRY HGQ-PD/PD140606
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Enwrorerta conditon on Te Caibranon
=H: 2457C EHHNEE: 30 % HE: —
Temperature R.H. Others
R #a: BI126 FREERES: o 0 :
Pressure Place Record No.

ERESD, WA FRERNARNEEER.
IS Efect That Results of This R Relate Only To The Sample(s) Calibrated.
R LR, SARSHEAED.

B2 X 3IW




FEEEHEBEAARARAN R K EEES: aal s
Hube Institute of Measurement and Testing Technology Certificate No.
FRBEIIE /5
Data/Results of Calibration
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FHRE(Q)
BERE(VA) 1=5A; cosb=1.0
[ IE&
2.5 0.041 0.003
3.75 0.091 0.005
5 0.140 0.011
10 0.339 0.017
LRE(Q)
PRAR(E(VA) I1=5A; cos =0.8
| [F44 ‘ IER
2.5 | 0019 0.060
375 . 0.059 0.089
5 0.097 0.119 HAR R
7.5 0.171 0.179 I
10 | 0.247 0.239 |
12.5 | 0.324 0.298 5
15 | 0.407 0.358 |
| 20 0.554 0.481 |
| 25 : 0.701 0.596 [
| 30 0.857 0.716
; 40 1.155 0.956
; =0 , 1.475 1.195
80 ; 2.427 1.916
MEAREE: U.~05%, k=2
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