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This laboratory is a national legal metrological verification institute. Authorization certificate NO.(2012)01022,
AiRild THRESHKTEERATEALKIAR . KEEATLEPRS: CNAS L0841.
This laboratory has been assessad by China National Acoreditation Service for Conformity Assessment(CNAS).
Certificate of laboratory ucaaliialipn :Na.CNAS L0841,

AR A ORBTBREZEER T BRE.

All data 1ssued by laboratory are traceable 10 national measurement standards.
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Resulis of calibration and additional explanation :
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Note: This certificate shall not be reproduced except in full,without the approval of the laboratory
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The results are only responsible for the items calibrated.
‘ 3, FiEBRMEKESHREEL.
This certificate will be invalid if 1t is issued without official stamp,
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SO2 i 0.9 =12
1 H28 9.4 9.9 0.5
SF6/N2 95.0 949 .1
% 1 -57.08 -56.2 0,88
S02 10.5 9.5 -1.0
3 H28 1.9 2.1 0.2
SFe/N2 98.99 98.9 0.1
& -43.8 -43§§ 0.24
502 3 = 4.6 -0.9
3 Hmr 5.5 5.6 0.1
SF6/N2 | . 89.0 88.5 -0.5
E- g -32:6 318 0.8
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