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This laboratory is a legal metrological verification institution established by the government metrological administrative department according to low.
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Reference documents for the Calibration (Code. Name)
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Main standards of measurement used in the Calibration
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Environmental condition and Place for the Calibration
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All data issued by this laboratory are traceable to national primary standards an international system of units(SI).
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It's Effect That Results of This Report Relate Only To The Sample(s) Calibrated. It's Invalid That The Certificate Cannot Be Stamped.
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Without the written approval of the court, it is not allowed to copy (except full-text copy)
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The information Client and Contact Information are provided by client, and the Manufacturer, Type /Specification, Serial No. are marked on
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Results of Calibration
HLER(E (V) 512x10
FFEEHIE (V) 5223
Urel (k=2) 1.4%

FRAEE (MQ) BRE (MQ) Urel (k=2)
1.000 1 0.8%
2.000 2 0.8%
5.000 5 0.8%
10.00 10 0.8%
20.00 21 0.8%
50.00 53 0.8%
100.0 106 1.4%
200.0 2 1.4%
500.0 497 1.4%
1000 945 2.6%
2000 1704 2.6%
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