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The measuring equipment used in the calibration is traceable to national primary standards maintained in

National Institute of Metrology (NIM). NIM is the signatory to the Mutual Recognition Arrangement (MRA) for
national measurement standards and for calibration and measurement certificates issued by national

metrology institutes.
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Certificate No.
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boratory accredited by China National Accreditation Service for Conformity
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| This body is an institute of legal verification,it is also a accreditation la
Assessment(CNAS).

Ei*iﬁi&i%ﬁ&ﬁﬁ#%:um%%amnmm&g@nﬁﬂmnmww
Authorization certificate number of the national legal metrological verification instiution:

TR FEERATERSEL S, No. L0544

Laboratory accreditation certificate number of China National Accreditation Service for

Conformity Assessment(CNAS): No. L0544
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Main standards of measurement used in the Calibration
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Environmental condition on the Calibration
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It's Effect That Results of This Rtaﬁort Relate Only To The Sample(s) Calibrated.
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Data/Results of Calibration
9 A 0
HHE2R R (mA) W R (E (mA) Uit (k=2)
190. 0 189. 6
180. 0 179.8
160. 0 159. 8
140. 0 139.8
120.0 119.8
100.0 99.8 0. 2%
80.0 79.8
60.0 59. 8
40. 0 39.8
20.0 19.8
10.0 9.8
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190. 0 189. 6 liakd
180. 0 179.8 el
160. 0 159. 8
140. 0 139. 8
120.0 119.8
100.0 99.9 0. 3%
| 80.0 79.9
“ 60.0 59. 8
10.0 39.8 2
20.0 19.8
10.0 9.8
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